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 Photometry

 Date&Time: mm-dd-yyyy, hh:mm:ss

 Model: UV-1600

 Serial No.: UEEXXXXXXX

 Firmware Version: 1.5.0

 VWR International bvba.

 No.    WL.(nm)     Abs      %T

 1              500.0   0.000  100.0

 2              500.0   0.000  100.0

 3              500.0   0.000  100.0

 End.
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 Quantitation

 Date&Time: mm-dd-yyyy, hh:mm:ss

 Model: UV-1600PC

 Serial No.: UEEXXXXXXX

 Firmware Version: 1.5.0

 VWR International bvba.

 C=1.000*A+1.000

 r=1.0000

 No.    WL.(nm)     Abs      C(mg/L)

 1              500.0   0.120          1.120

 2              500.0   0.127          1.127

 3              500.0   0.121          1.121

 End.
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 Date&Time: mm-dd-yyyy, hh:mm:ss

 Model: UV-1600PC

 Serial No.: UEEXXXXXXX

 Firmware Version: 1.5.0

 VWR International bvba.

 WL=500nm

 Total Time: 5s

 Interval: 1s

 No.    Time(s)      Abs        %T

 1                1.0   0.000     100.0

 2                2.0   0.000     100.0

 3                3.0   0.000     100.0

 4                4.0   0.000     100.0

 5                5.0   0.000     100.0

 End.
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